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Certification Record

Listing#: E113197

Report # 106900

Original Certification Date: September 23, 2011
Revised Certification Date: February 25, 2020

This Certification is issued to: c uUs
Opgal Optronics Industries Ltd.

F.O. Box 462, Industrial Area 5

Karmiel, Isragl 20101

Stating that the product(s):
EYE-C-GAS, Model: 8G9A0000B, BGIAD000B-CO, 8GIA0000B-CO2, BGRAD000B-TVA, and
8G9A0000B-MG

Achieved Certification to the following standard(s):

ANSIISA-12.12.01-2011, Nonincendive Electrical Equipment for Use in Class | and Il, Division
2, and Class Ill Hazardous (Classified) Locations

CSA C22.2 No. 213-M1987, First Edition: Mon-Incendive Electrical Equipment for Use in Class
|, Division 2 Hazardous Locations

?ﬂm?,. (o

Mehemya Cohen
Project Engineer,
Eurofins MET Labs Safety Laboratory

All changes proposed in the previously identified procuct that affects the sbove infarmalion must be submitfed fo
Eurcfing MET Labs for evaluation prfor io implemeantation o seswe continued MET Cemificalion status.

The covered productis) shall be subject to fallow-up iNSpections ko ensure that the Cerlified productis) ane identical ko

the product sample evalualed by Eumfing MET Labe and thal aif manufactirer's responsibillies are being fulilied

as specified in the Manwlaciurer's Responsibiity section of the Carification report. The appiican! named shawve has been
authorized by Ewafing MET Labs o represent the product(s) Bsfed in this recom 5 MET Cemified” and fo mark fsthese
proguel(s) accarding Io the lerme and conditians of the MET Applcsnt Confrasl, MET Listing Reperis, and the spalicabla
marking agreaments. Only the product{s) bearing the MET Merk and under & fallsw-up Bendes e eonsidersd 1o be included
i the MET Cartifiestion program. This centification has been granted under a Syslem 3 progeam as defined in ISOMEC 17067

Eurnfing MET Labs is acoredited by OSHA and the Standands Councl of Canasa, NRTL
Euwnfing MET Labs — The Natien's First Nationsly Recognized Testing Laboratary
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IECEX Certificate
of Conformity
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Certificate Mo.: IECEx EMT 19.0006X Page 2 of 3
Date of issue: 2020-03-13 Issue Mo: O
Manufacturer: Opgal Optronic Industries Lid.

P.0. Box 462, Industrial Area 5

Hanapach 21

Karmiel 2161401

Israel
Additional
manufacturing
locations:

This cerificate is issued as verification that a sample(s). representative of production, was assessed and tested and found to cornply with
the |EC Standard list below and that the manufacturer's quality system, relating to the Ex products covered by this certificate, was
assessed and found to comply with the IECEx Quality system requirements. This certificate is granted subject to the conditions as set out in
IECEx Scheme Rules, IECEx 02 and Operational Documents as amended

STANDARDS :
The eguipment and any acceptable variations to it specified in the schedule of this cerificate and the identified documents, was found
o comply with the following standards.

IEC G007T3-0:2017  Explosive atmospheres - Part - Eguipment - General requirements
Edition:7.0

IEC G0073-11:2011 Explosive atmospheres - Part 11- Equipment protection by intrinsic safety T
Edition-6.0

IEC B0079-15:2010 Explosive atmospheres - Part 15: Equipment protection by type of protection “n”
Edition:4

This Certificate does not indicate compliance with safety and perforrmance reguirements
other than those expressly included in the Standards listed abowve.

TEST & ASSESSMENT REPORTS:
A sample(s) of the equiprment listed has successfully met the examination and test requirements as recorded in:

Test Repaort
GB/EMT/ExTR20.0005/00

Quality Assessment Report
ILATLAQARZ0.0002/00




IECEX Certificate
of Conformity
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Certificate No.: IECEx EMT 19.0006X Page 3 of 3
Date of issue: 2020-05-13 Issue No: O
EQUIPMENT:

Equipment and systermns covered by this Certificate are as follows:

EyelCGas is a handheld infrared camera capable of imaging and recording operations for the detection of gas leaks. The equipment is
powered by Li-ion polyrer battery pack. It is designed for use in Zone 2 ! 22 hazardous environment. Main protection concept applied is
intrinsic safety. On the enclosure there are external connections facilites (connector USEB. and connector AL, 12-pin connector) that are
restricted for use in & non-hazardous area only.

The eguipment is housed within an alurniniurn enclosure and features a backlit display. The function of the equiprment is controlled by a
nurnber of push buttons located on the top of the enclosure.

The battery pack is removable and is recharged via an external battery pack charging cradle. The battery pack must not be replaced when
the eguipment is located in a hazardous area. Additionaly there is a primarny 3 WV coin backup cell for a RTC.

SPECIFIC CONDITIONS OF USE: YES as shown below:

1 The audic and LUISE port must not be used and the screw-on caps must remain firmly atached when the equipment is located in the
hazardous area.

2. The battery pack must not be replaced or recharged when the equipment is located in the hazardous area. The battery pack must only
be recharged by approved Opgal changers.

Annex:

Annex to IECEx EMT 19.0006X issue 0_1. pdf




IECEX Certificate
of Conformity

INTERNATIONAL ELECTROTECHNICAL COMMISSION

IEC Certification System for Explosive Atmospheres
for nules and details of the IECEx Scheme visit www.isces.com

Certificate Mo.: IECEx EMT 190006 Pagelof3 Cerfificate history:
Status: Current Issue Mo: 0
Date of Issua: 2020-05-13
Applicant Dpgal Optronic Industries Lid.
P.0. Bow 462, Industrial Area 5
Hanapach 21
Karmiel 2161401
Israel
Equipment Optical Gas Imager (Infrared Gas Leak Detection Camera) Model EyeCGas 2.0

Optional accessony:
Type of Protection:  Intrinsic Safety "ic", protection "n"
Marking: ExicnAnC IC TG Gc Ty =-20°C to 50 °C

ExicMICTAS"CDC  Tapp=-20°Cto +30°C

Approved for issue on behalf of the IECEx S5 P Winsor
Cerification Bodhy:

Position: Certification Manager
Signature:

(for printed wersion)

Date:

1 This certficate and schedule may only be reproduced in full.
2. This certficate is not ransferable and rermains the property of the issuing body.
3. The Status and authenticity of this centificate may be verified by visiting www.iecescom or use of this QR Code.

Cenificate issued by-

Element Materials Technology "
Unit 1 Pendle Place l 1:
Unit 1 Pendle CICINCI)
West Lancashire

United Kingdom




